
Laurynas Kazlas

Overlæge, MD, EBIR

Røntgen og Skanning AUH

Ablation af levertumorer 



2



3

Ablationsmuligheder (leveren)

ÅRadiofrekvensablation (RFA)

ÅMikrobølgeablation (MWA) 

ÅKemisk ablation (etanol)
ÅCryoablation
Å Irreversible electroporation (IRE)
ÅElectrochemoterapi (ECT)
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Ablationsmuligheder (leveren)

ÅRadiofrekvensablation (RFA)
-fßlsom for óheat sink effektô, 
- tumorÒ1İ cm (~3cm nekrose),

ÅMikrobølgeablation (MWA) 
- mindre påvirkning af karrene, 
- tumor Ò3 cm (~4,5cm nekrose)
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Ablationsmuligheder (leveren)

10 
mm

ÅRadiofrekvensablation (RFA)
-fßlsom for óheat sink effektô, 
- tumorÒ1İ cm (~3cm nekrose),

ÅMikrobølgeablation (MWA) 
- mindre påvirkning af karrene, 
- tumor Ò3 cm (~4,5cm nekrose)
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Ablationsmuligheder (leveren)

10 mm10 
mm

ÅRadiofrekvensablation (RFA)
-fßlsom for óheat sink effektô, 
- tumorÒ1İ cm (~3cm nekrose),

ÅMikrobølgeablation (MWA) 
- mindre påvirkning af karrene, 
- tumor Ò3 cm (~4,5cm nekrose)
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Ablationsmuligheder (leveren)

10 mm10 
mm

30 mm

ÅRadiofrekvensablation (RFA)
-fßlsom for óheat sink effektô, 
- tumorÒ1İ cm (~3cm nekrose),

ÅMikrobølgeablation (MWA) 
- mindre påvirkning af karrene, 
- tumor Ò3 cm (~4,5cm nekrose)

10 mm



Guiding typer til perkutane leverablationer



UL-vejledt



Aage 20/8



Aage 20/8



Aage 20/8



Aage 20/8



Aage 20/8



Aage 20/8

10 mm













UL-CT/MR fusions-vejledt



CBCT med needle guiding



CT-vejledt













2cm





CT-vejledt med òrigtigò needle guidance















CT-vejledt med intraartial hepatic angiografi





Nøjagtighed 
af nålpacering

Frihånd vsRobotic
AK UribeRivera, Annals og SurgeryOpen (2024)
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Stereotaktisk navigation
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Stereotaktisk navigation

CAS-One IR - et stereotaktisk 
navigationssystem til nøjagtig 
planlægning ,
nålplacering og 

bekræftelse af komplet 
behandling ved perkutane
ablationer af tumorer (aktuelt i 
leveren i DK)



ÅCT Imaging

ÅMRI Fusion

IMAGE

Klinisk Workflow I/II
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ÅCT Imaging

ÅMRI Fusion

ÅTumour & Margin Visualisation

Å2D/3D Planning of Trajectories

ÅSingle/Multiple Needles

ÅSimulation of Ablation Volumes

IMAGE PLAN

Klinisk Workflow I/II
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ÅCT Imaging

ÅMRI Fusion

Å2D/3D Planning of Trajectories

ÅSingle/Multiple Needles

ÅTumour & Margin Visualisation

ÅSimulation of Ablation Volumes

IMAGE PLAN

ÅGuided Needle Placement

NAVIGATION

Klinisk Workflow I/II
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Klinisk Workflow II/II

V1.0

ÅValidation of Needle Position 

ÅUpdate of Planning

VALIDATE4
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